Background: The accuracy of point-of-care blood glucose (BG) meters is important for the detection of dysglycemia, calculation of insulin doses, and the calibration of continuous glucose monitors. The objective of this study was to compare the accuracy of commercially available glucose meters in a challenging laboratory study using samples with a wide range of reference BG and hemoglobin values.
Original Article
Tight glycemic control with intensive insulin therapy reduces the risk of diabetic complications.
1,2 Self monitoring of blood glucose plays an important role in the safety and efficacy of current therapy for diabetes mellitus because most dosing decisions are based on blood glucose value obtained by measuring a fingerstick capillary blood specimen on a home glucose meter. [3] [4] [5] The safety and effectiveness of continuous glucose monitors, and automated glucose management systems that utilize them as component parts, are also critically dependent on accurate BG measurements for calibrations. In this setting, the impact of 1 inaccurate measurement can be magnified.
The increase in the global prevalence of diabetes, 6 the importance of the accuracy of self monitoring glucose systems, and price pressures, have led the medical device manufacturers to develop more brands and types of glucose meters. 7 The accuracy of results, the ease of technique and maintenance, and the price of both the meter and the strips are factors that are considered when choosing a glucose meter.
The purpose of this study was to evaluate the comparative accuracy of 17 commercially available glucose meters across a wide range of reference plasma glucose (PG) values and hemoglobins (Hb). We specifically aimed to choose a meter for calibration of the continuous glucose monitor component of a bionic pancreas system for automated glucose management.
Methods
The study was performed September 2014 through December 2014 at Massachusetts General Hospital's Diabetes Research Center, Boston, MA. Fresh discarded whole blood samples collected in blood gas syringes and anticoagulated with heparin were obtained from the STAT lab. The protocol was reviewed by the Partners Human Research Committee and determined to be non-human subjects research.
Hemoglobin Estimation
The hemoglobin content of the samples was tested with the HemoCue® B-Hemoglobin system (HemoCue AB, Ängelholm, Sweden). If the hemoglobin level in the sample was between 7 and 16.5 g/dl, the sample was transferred to a coded tube for glucose testing. A total of 137 samples were collected for glucose testing.
Laboratory PG Estimations
Reference glucose measurements on whole blood were performed with the YSI 2300 STAT PLUS Glucose & L-Lactate Analyzer (Yellow Springs Instruments, OH). We chose this instrument because the US Food and Drug Administration (FDA) accepts it as the reference method, and most glucose meters are factory calibrated using this device as the standard. Daily quality assurance tests were performed on the YSI as suggested by the manufacture guidelines using glucose standards traceable to the NIST (National Institute of Standards and Technology). We used a conversion based on hemoglobin to convert YSI measurements on whole blood to plasma equivalents: Hemoglobin corrected glucose = YSI measurement × (0.84 / (0.93-0.22 × Hemoglobin %)). 8 
Preparation of Samples
Samples could be used with or without modification. To obtain additional hyperglycemic samples, blood was spiked with a solution of 3.5 M glucose in 150 mM NaCl. To obtain additional hypoglycemic samples, blood was incubated in a 37°C warm water bath. After incubating or spiking procedures, samples were retested using the YSI. Within each 1 g/ dl hemoglobin bin in the 7-15 g/dl range, samples with an even distribution across reference PG levels from 20 -440 mg/ were generated. A total of 346 reference measurements were available from 351 samples after samples with reference PG measurements less than 20 mg/dl or greater than 440 mg/dl were removed.
Glucose Meter Measurements
Once a value in the desired reference PG range was obtained, the samples were immediately tested on 17 different commercially available blood glucose meters systems, consisting of a meter and test strips (Table 1) . Using a pipette, a drop of blood from the sample was placed on a sheet of Parafilm (Bemis Company, Inc, Neenah, WI). All 17 meters were used to test this sample within 30 seconds and the values were recorded. At least 3 lots of each strip type were used during the study. 9 
Data Analysis
We calculated the mean absolute relative difference (MARD = mean (|reference value -meter value|) / (reference value) × 100) versus the PG measurement derived from the YSI as the primary outcome measure. For the purposes of converting YSI whole blood glucose measurements to PG measurements we used the hemoglobin value equal to the midpoint of each hemoglobin bin. Some measurements with the pointof-care glucose meters did not produce a numerical reading; rather, they displayed a "low" or "high" message. To include these results in the numerical analyses, the results were censored by setting them to 1 mg/dl lower than the lowest value in the meter's reported glucose concentration range (eg, 19 mg/dl for a meter with a lower limit of 20 mg/dl) or 1 mg/dl higher than the upper limit (eg, 445 for a meter with an upper limit of 444 mg/dl), respectively.
Although our testing method was not the one specified by the standard, we determined whether each meter met numerical criteria for accuracy described in International Organization for Standardization (ISO) 15197: 2003 (>95% within 15 mg/dl of reference <75 mg/dl or within 20% of reference ≥75 mg/dl) 10 and ISO 15197: 2013 (>95% within 15 mg/dl of reference <100 mg/dl or within 15% of reference ≥100 mg/dl).
11
To compare the MARDs of different meters ANOVA (analysis of variance) was performed. The Bonferroni correction was used to correct for multiple comparisons; adjusted P values < .05 were considered significant. Relative difference (RD = [meter PG -reference PG] / reference PG) plots were constructed with the YSI results converted to PG on the x-axis and relative difference of the meter versus the YSI on the y-axis. To assess the significance of differences in the accuracy of each meter in low versus normal hemoglobin ranges Student's t-test was used. The relationship between FDA approval date and MARD was analyzed using linear regression analysis. Statistical analysis was performed in Stata version 13.1 (StataCorp LP, College Station, TX, USA).
Results

Accuracy Analysis
We tested the accuracy of 17 different commercially available blood glucose meters systems, consisting of a meter and test strips (Table 1) , using the 346 samples that were made from 137 specimens, many after spiking or incubating. The meters exhibited a wide range of MARDs ranging from 5.6% to 20.8% (Table 2, Figure 1 ). The range of MARDs for the high reference PG (≥180 mg/dl) samples (5.4-20.4%) was similar to the MARDs overall. There were 8 meters with overall MARDs less than 10%. There was no significant difference between the MARDs of the 7 meters with the lowest overall MARDs (P > .151, Figure 1 ).
There were 5 meters with MARDs above 15%. Of these 5 meters, the MARDs of 4 were not significantly different from each other ( Figure 1 ). For all meters, the MARD in hypoglycemic range was higher than the overall MARD, and the MARD in the normoglycemic and hyperglycemic ranges, and the spread of MARDs was wider (8.9-39.2%). However, the rank order of meter accuracy, as expressed by the MARD, did not differ markedly between PG ranges.
Relative Difference Plots
To visualize any biases that might be present in meter PG measurements, RD plots were generated to display the differences between reference PG values at meter PG values ( Figure 2 ). The mean RDs for all meters were between -0.11 and 0.13. The mean RD for meters with MARDs <10% was between -0.06 and +0.06. The slope of the linear interpolation of the RD plots for all meters with MARDs less than 10% were ≤0.0003, indicating no significant differences in the bias across different reference PG ranges ( 
Accuracy Based on ISO Criteria
Of the 17 meters, 7 met the numerical criteria for accuracy set out in ISO 2003, although it is important to note that the samples we used were not collected as recommended by the standard ( Table 3 ). The MARDs of these 7 meters were all less than 9%. Only Contour Next and StatStrip Xpress met the ISO 2013 numerical criteria for accuracy in the context of this study and both of these meters had MARDs less than 7%, with no statistically difference in the accuracy between them.
Accuracy Comparison in Normal Versus Low Hemoglobin Ranges
There was no consistent difference in MARDs between hemoglobin ranges (normal hemoglobin versus anemic values) ( Table 4 ). The rank order of MARDs was similar but not identical in both ranges. In both normal and anemic ranges, the MARDs of the 2 most accurate meters (Contour Next and StatStrip Xpress) were similar and not statistically different (P > .05). Some meters (9 of 17) were nominally more accurate in the anemic range and the remainder were nominally more accurate in the normal range. The difference in MARD between the normal and anemic range did not correlate with overall MARD.
Meter Accuracy Versus Approval Date and Cost
There was a positive correlation between meter accuracy and FDA decision date ( Figure 3A) . A more recent approval date correlated with lower MARD (P < .01). There was no significant correlation between the cost of strips and the accuracy of the glucose meters ( Figure 3B ).
Discussion
In this study we found that 17 commercially available glucose meters from 9 manufacturers had widely varying accuracy across a wide range of reference PG values and hemoglobin values. In this study, conducted by an independent research center without support from any meter manufacturer, we selected meters that are commonly used in the diabetes patient population. This laboratory investigation is one of the largest meter comparison studies done to date, with only 2 previous reports comparing more meters in a single study. 12, 13 Most of the recently published studies have compared meters that are commonly used in Europe. 9, [12] [13] [14] [15] [16] but not all of these meters are available in the United States, and some of the meters sold in the United States may be different from their European counterparts with the same or similar names. Previous studies conducted in the United States did not investigate all the devices that we included in our study. [17] [18] [19] [20] [21] We chose to use the MARD in addition to RD plots and the ISO numerical criteria to assess accuracy. MARD calculation provides more detailed evaluation compared to the ISO criteria, which are binary classifications. For the meters that were previously investigated, our results are generally similar to those of other studies. 9, 18, 20 However, the MARDs calculated in our study are higher than the MARDs for the same devices in some previous studies, 22, 23 which might be due to the inclusion in our study of more samples in the hypoglycemic range and of samples with a wide range of hemoglobins, as well as the use of manipulated samples.
The accuracy of blood glucose monitoring systems depends on many factors, including the strip enzyme, the manufacturing consistency of the strips, the algorithms used to produce PG results, temperature, humidity, altitude, interfering substances, sample source, collection method, and hematocrit level. 24, 25 We chose to assess accuracy in a laboratory setting, which eliminated sources of variability such as temperature humidity and altitude, and which allowed us to present the same sample to each of 17 meters at the same time while ensuring that we always presented an adequate sample to each meter. Furthermore, it allowed us to test the meters with samples that had reference PG values spread evenly over the entire PG range of the meters. Our study showed glucose meters performed best at normal PG concentrations, and less well in the hypoglycemic range, consistent with the findings of several previous studies. [26] [27] [28] The conditions of our study were more challenging that point-of-care glucose meters are likely to encounter in typical outpatient settings because we included many hypoglycemic samples and samples with a wide range of hematocrit values. We evaluate whether the meter meters met the accuracy criteria stipulated by the ISO 15197:2003 and ISO 15197:2013 in the setting of our study. There were several differences between our testing procedure and that specified by ISO 15197, which specifies testing fresh capillary blood samples, duplicating the reference BG measurements, testing 2 meters for each system, and using only samples with hematocrit values within allowed range specified by the manufacturer of the meter. In the context, of our study only 7 glucose meters met the numerical accuracy criteria for ISO 2003, and only 2 of those met the more stringent criteria of ISO 2013. Because our testing protocol was different from that specified by the ISO standards our results do not mean Meters are listed in order of overall increasing MARD. Samples were not collected according to the ISO methods, so failure to meet the criteria in this study does not mean that the meters are not compliant.
that these meters wouldn't meet the criteria when tested according to the ISO protocol. We found that some of the previously tested meters performed more poorly in our test than in previous study, consistent with our conditions being more challenging. 12, 13, 15 It is likely that some of the meters that had higher MARDs in this study would perform better under actual use conditions. Nonetheless, this study provides information on the relative robustness of the meters to challenging conditions, and it would be reasonable to choose meters that had higher accuracy over those with lower accuracy in the context of this study.
Chronic diseases (eg, kidney disease), high altitude, medications and life style modifications (eg, smoking and exercise) can alter hematocrit, 29 and anemia is common in patients with diabetes. 30 Abnormally low hematocrit therefore has the potential to be a source of measurement bias for some patients, and should be addressed in testing. Consistent with our results, previous studies have shown that some devices are more affected by hematocrit levels than others, and that low hematocrit values (<35%) resulted in overestimates of laboratory glucose levels for some devices. 22, [31] [32] [33] In our study, we measured whole blood glucose using the YSI and reported PG using a conversion based on hematocrit. Point-of-care meters that do not have a way of measuring or estimating hemoglobin must apply a fixed mathematical offset to report a "plasma calibrated" result that assumes a normal hematocrit level. This is not expected to be as accurate as a correction based on measured hematocrit or hemoglobin. Therefore, it is somewhat surprising that only 8 of the 17 meters had a higher MARD when tested with anemic blood samples compared to those tested with samples containing normal hemoglobin. This may be related to improved meter technology. 22, 31, 32, 34, 35 All 7 meters that met the numerical criteria for ISO 2003 in the context of this study, and had the lowest MARDs, utilize GDH as the strip enzyme. Systems that utilize GDH are less affected by common interfering conditions such as hypoxia 24, 36 and by nonglucose sugars. The correlation between FDA approval dates suggests that new technologies have improved the potential for meter accuracy.
Our results showed that glucose meter accuracy was not significantly correlated with retail strip cost. A limitation of our analysis is that costs to the payer are typically lower than the retail pricing, and we did not have access to these data. The market share data from Nielsen may not be fully representative, but based on the Nielsen data the meters we tested account for more than 90% of the market. Although some strips that performed well were moderately priced, many strips with low retail cost performed very poorly in our study, so cost should probably not be the sole criterion for insurers when choosing which meters to cover in their benefit plans.
Our study has several limitations. This study was performed in a laboratory by trained research staff, the test protocol assessed technical accuracy and not clinical accuracy, and the mix of samples was likely more challenging than would be encountered in most clinical situations. Therefore, our results may not be representative of the performance of these systems in the hands of patients with diabetes. We excluded several sources of error including physical errors, for example altitude, humidity, and temperature, and patient related errors including contaminated fingers. 37, 38 The study was not performed according to the protocol suggested by the ISO 15197 guideline, as our primary endpoint was MARD with the YSI 2300 as the reference, and the samples were not collected in accordance with the ISO guidelines. We used the YSI as the reference method because most glucose meters in the United States are calibrated using this glucose oxidase based method. The use of different reference methods (oxidase-based vs hexokinase-based) can lead to differences in the apparent accuracy of glucose meters. 39, 40 We used a conversion, based on hemoglobin, to convert reference glucose measurements on whole blood to plasma equivalents instead of direct measurement of PG. Since not all the device packages included quality control solutions and most of meters do not recommend regular testing with control solution, we did not perform control solution testing. We used discarded blood samples that were deidentified. We did not have information on possible medications and other patient conditions that could interfere with blood glucose measurements. Since many samples came from hospitalized patients the array of possible interfering substances may have been larger than would be encountered in the outpatient setting. We added glucose or incubated blood samples to produce samples with very high and very low glucose levels, respectively. A previous study reported that correlation with the reference method was adversely impacted by inclusion of samples that were spiked. 41 However, since all meters tested the same samples any such effects should have impacted all of the meters equally. Meters using glucose oxidase chemistry were concentrated in the bottom half of our accuracy rankings. Systems using glucose oxidase can be affected by hypoxia and hyperoxia. 42 Samples had access to room air during incubation and were mixed by inversion prior to each measurement, thereby oxygenating the blood and ensuring that our samples were not hypoxic. In fact, samples may have been hyperoxic relative to capillary samples, which would be expected to lower the apparent plasma glucose. 42 However, there was no consistent pattern of a negative bias of meter measurements among the meters using glucose oxidase chemistry, and our reference method, the YSI, uses glucose oxidase chemistry. Together, these considerations make it unlikely that hyperoxia can account for the relatively poor performance of the meters using glucose oxidase chemistry in this study.
Conclusion
In this study the accuracy of commercially available glucose meters varied widely. These data on the relative accuracy of point-of-care glucose meters and their robustness to challenging samples may be useful in informing the choice of a glucose meter.
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